Purpose: Computed Tomography (CT) imaging of the lung, reported in Hounsfield Units (HU), can be parameterized as a quantitative image biomarker for the diagnosis and monitoring of lung density changes due to emphysema, a type of chronic obstructive pulmonary disease (COPD). CT lung density metrics are global measurements based on lung CT number histograms, and are typically a quantity specifying either the percentage of voxels with CT numbers below a threshold, or a single CT number below which a fixed relative lung volume, nth percentile, falls. To reduce variability in the density metrics specified by CT attenuation, the Quantitative Imaging Biomarkers Alliance (QIBA) Lung Density Committee has organized efforts to conduct phantom studies in a variety of scanner models to establish a baseline for assessing the variations in patient studies that can be attributed to scanner calibration and measurement uncertainty. Methods: Data were obtained from a phantom study on CT scanners from four manufacturers with several protocols at various tube potential voltage (kVp) and exposure settings. Free from biological variation, these phantom studies provide an assessment of the accuracy and precision of the density metrics across platforms solely due to machine calibration and uncertainty of the reference materials. The phantom used in this study has three foam density references in the lung density region, which, after calibration against a suite of Standard Reference Materials (SRM) foams with certified physical density, establishes a HU-electron density relationship for each machine-protocol. We devised a 5-step calibration procedure combined with a simplified physical model that enabled the standardization of the CT numbers reported across a total of 22 scanner-protocol settings to a single energy (chosen at 80 keV). A standard deviation was calculated for overall CT numbers for each density, as well as by scanner and other variables, as a measure of the variability, before and after the standardization. In addition, a linear mixed-effects model was used to assess the heterogeneity across scanners, and the 95% confidence interval of the mean CT number was evaluated before and after the standardization. Results: We show that after applying the standardization procedures to the phantom data, the instrumental reproducibility of the CT density measurement of the reference foams improved by more than 65%, as measured by the standard deviation of the overall mean CT number. Using the lung foam that did not participate in the calibration as a test case, a mixed effects model analysis shows that the 95% confidence intervals are [À862.0 HU, À851. number value at 80 keV of À855.9 HU with 95% CI of [À857.4 HU, À854.5 HU] based on the calibration and the uncertainty in the SRM certified density.
Purpose: Computed Tomography (CT) imaging of the lung, reported in Hounsfield Units (HU), can be parameterized as a quantitative image biomarker for the diagnosis and monitoring of lung density changes due to emphysema, a type of chronic obstructive pulmonary disease (COPD). CT lung density metrics are global measurements based on lung CT number histograms, and are typically a quantity specifying either the percentage of voxels with CT numbers below a threshold, or a single CT number below which a fixed relative lung volume, nth percentile, falls. To reduce variability in the density metrics specified by CT attenuation, the Quantitative Imaging Biomarkers Alliance (QIBA) Lung Density Committee has organized efforts to conduct phantom studies in a variety of scanner models to establish a baseline for assessing the variations in patient studies that can be attributed to scanner calibration and measurement uncertainty. Methods: Data were obtained from a phantom study on CT scanners from four manufacturers with several protocols at various tube potential voltage (kVp) and exposure settings. Free from biological variation, these phantom studies provide an assessment of the accuracy and precision of the density metrics across platforms solely due to machine calibration and uncertainty of the reference materials. The phantom used in this study has three foam density references in the lung density region, which, after calibration against a suite of Standard Reference Materials (SRM) foams with certified physical density, establishes a HU-electron density relationship for each machine-protocol. We devised a 5-step calibration procedure combined with a simplified physical model that enabled the standardization of the CT numbers reported across a total of 22 scanner-protocol settings to a single energy (chosen at 80 keV). A standard deviation was calculated for overall CT numbers for each density, as well as by scanner and other variables, as a measure of the variability, before and after the standardization. In addition, a linear mixed-effects model was used to assess the heterogeneity across scanners, and the 95% confidence interval of the mean CT number was evaluated before and after the standardization. Results: We show that after applying the standardization procedures to the phantom data, the instrumental reproducibility of the CT density measurement of the reference foams improved by more than 65%, as measured by the standard deviation of the overall mean CT number. Using the lung foam that did not participate in the calibration as a test case, a mixed effects model analysis shows that the 95% confidence intervals are [À862.0 HU, À851.3 HU] before standardization, and [-859 .0 HU, À853.7 HU] after standardization to 80 keV. This is in general agreement with the expected CT
INTRODUCTION
The Quantitative Computed Tomography (QCT) density measures in Hounsfield Units (HU) have been widely studied [1] [2] [3] [4] [5] as a quantitative image biomarker for the diagnosis and monitoring of lung density changes due to emphysema, a feature of chronic obstructive pulmonary disease (COPD). QCT has growing importance in both phenotyping and early diagnosis of COPD patients, potentially leading to the detection of treatable COPD subgroups, differential treatments for these subgroups, and reduction in morbidity and mortality due to this disease. It has been shown that progression of emphysema can be identified using quantitative imaging CT. [6] [7] [8] In studies using both QCT and spirometry (PFT), recently published data have shown a discordance between QCT and routine spirometry. Regan et al. demonstrated that lung disease impairments could be found in a group of smokers using both radiological visual and QCT assessment, even though spirometry was normal. The study concluded that chronic obstructive pulmonary disease has a spirometric definition, but more importantly is expressed in a pathologic and structural pattern (emphysema and large and small airway inflammation with thickening). These findings support the notion that detection of emphysema and structural inflammation (airways) necessitates QCT to correctly determine the full extent of COPD, even in those without spirometric impairment. 9 CT lung density metrics are global measurements based on lung CT number histograms, and are typically a quantity specifying either the percentage of voxels with CT numbers below a threshold, or a single CT number below which a fixed relative lung volume, nth percentile, falls. To reduce variability in the density metrics specified by CT attenuation, measured in Hounsfield Units (HU), one must adjust for the level of inspiration, which is one of the major sources of variation. 6, [10] [11] [12] The Quantitative Imaging Biomarkers Alliance (QIBA) Lung Density Committee has organized efforts to summarize longitudinal studies in terms of repeatability by performing meta-analysis of the published data [13] [14] [15] [16] [17] [18] and the derived repeatability coefficient (RC). The results of the meta-analysis are summarized in a Profile. 19 In addition to quantifying the effect of volume adjustment on the RC, it is necessary to assess the sources of variation contributing to a given lung density CT measure in a clinical setting. One way to achieve this is by conducting phantom studies in a variety of scanner models to establish a baseline for assessing the variations in patient studies that can be attributed to scanner calibration and measurement uncertainty.
We report the results of standardization analyses of data obtained from scanning the COPDGene 2 phantom (Phantom Labs, Salem, NY, USA) on four CT scanners (one from each of these manufacturers: GE, Philips, Siemens, and Toshiba), with best-effort matching protocols at various tube potentials and exposure settings (Table I) . Free from biological noise, these phantom studies provide an assessment of the accuracy and precision of the density metrics across platforms solely due to machine calibration and uncertainty of the reference materials. A previous study by Sieren et al. 20 reported on the statistical analysis of multisite scans using the original COPDGene phantom which did not contain standardized reference foams. In the Sieren paper, data was gathered using multiple scanner models, sites, phantoms, and contained longitudinal scanning at 1-2 month intervals. These additional variables were listed as random effects. The study found that the differences across all scanners dominated the contribution to the standard deviations, more than the rest of these random effects. These results prompted the development of a new phantom called the COPDGene 2 phantom that incorporated foam density references in the lung density range (identified by Levine et al. in a previous publication 21 ) which was used in a new round of scanning focused on scanner variations, reported here. In addition, the absolute density calibrations of these reference foams were carried out using the Standard Reference Material (SRM) foams, 22, 23 allowing the establishment of a HU-electron density relationship. Therefore, this study has the benefit of the additional information needed to remove scanner dependence for the CT lung density measures. We show that this new information combined with a simplified physical model enabled the standardization of the HU values reported across scanner-protocols, reducing the contribution of scanner effects to the total standard deviation.
MATERIALS AND METHODS
The COPDGene2 phantom, shown in a CT slice image in Fig. 1 24 Five repeat scans were performed for each protocol, and the slice averaged mean HU value was obtained for each region of interest using the Pulmonary Analysis Software Suite (PASS) 25 from the University of Iowa. A brief description of its phantom measurement method is given in the Appendix A. The scanning protocols (a total of 22 combinations of scanner-protocol) are listed in Table I . The study parameters also include 3 exposure levels: 1.5 mGy, 3 mGy, and 6 mGy, though not all vendors have acquired all 3 levels for all tube potential settings. With the available data, the SD analysis by mGy was performed to assess the variations influenced by the noise level.
The preliminary assessment of the current study shows that across scanners, for a subset of the data shown in Table II (120 kV with an exposure of 3 mGy), the spread of the HU values as estimated by the standard deviation (SD) of the distribution, is from 1.5 HU to 3 HU depending on the density, with the maximum variations about 3 times greater than the standard deviations (SD). A more complete assessment of the data using the methods described here is used to determine the extent of the differences in scanner beam characteristics and calibrations have on the variations. A standardization scheme has been devised to eliminate scanner dependent parameters such that the comparison can be made based on the phantom's material properties.
An initial effort was made using a linear model to fit the HU values vs. the nominal density of the reference foams, and forcing the ratio of the fitted slope to a common value of 0.95 (which is the approximate value of the relative electron density of the reference polyurethane foam with an assumed composition). This simple approach was able to bring the SDs down to sub-HU levels, but is not suitable for the water value; in fact the model amplifies the deviation of CT number of water. Another model was then attempted to include not only the 3 reference foams but also air and water values which were fitted to a quadratic model. This also gave satisfactory SDs for the foams, as well as for air and water (see Supplementary Material). While the results are acceptable for achieving consistency across vendors, an empirical model does not offer much insight into understanding the nature of the discrepancies. Therefore, these earlier efforts were abandoned in favor of physical models based on electron density q e and effective atomic number Z eff , or their respective ratio to water, q e * and Z eff *.
The CT number in Hounsfield Unit is defined as the ratio of the linear attenuation coefficient l of a material to that of water:
which is energy dependent. The classic treatment of the CT number is Schneider's 26 2-parameter formula separating the incoherent, coherent and photoelectric processes that TABLE I. Summary of vendor scan parameters. All data were reconstructed using FBP algorithm and the most commonly used standard reconstruction kernel innate to each scanner at the time of scanning.
Scanner
Recon contribute to the attenuation following empirically determined energy dependence for each process. Martinez 27 simplified Schneider's treatment by combining the terms into a single machine dependent parameter a, and rewrite (1) into
where H(E) is the rescaled and shifted CT number at a given energy E, H = CT number/1000 + 1, and n has been determined to be 3.21 for elements up to calcium. The CT number can be calculated for a given energy by definition (1), using the linear attenuation coefficients calculated from the mass attenuation coefficients as a function of energy tabulated. The CT number can also be calculated for a given x-ray spectrum using (2), where q e *, the relative electron density, and Z eff *, the relative effective atomic number, can be calculated based on mixture sum rules. 28 The * denotes ratio to water, and q e ¼ q m P i w i
, where q m is the mass density, and w i , Z i , and A i are mass fraction, atomic number, and atomic mass, respectively, for each element i in the composite material. Similarly,
The machine dependent parameter a(Ε) in equation (2) is assumed to follow a universal curve of
with A = 12179 and p = 2.8, for most substances in the low Z region. 27 In practice, this parameter is determined by calibration of a known material for a given spectrum with an average energy E, depending on the tube potential setting, kVp. This method is known as the single parameter calibration process of the CT machine, which avoids the need to use a look up table. For this work, a( E) was obtained by a linear least square fit of the measured H values of the 5 data points: air, 3 reference foams, and water, where the reference foams were calibrated against a suite of 5-density foams certified as a Standard Reference Material (SRM) for physical density (see Appendices B and C for more information) and are assumed to have known composition. Applying equation (2) to the measured CT number (scaled) H in a spectrum with an average energy E, and rearranging (2) into
Ãn eff is used to determine a( E) for each protocol. This was carried out for all 22 scanner-protocol combinations. The residuals of the fit become the error of recovering q e * from the measured H. A scanner-independent q e,m * value is obtained by the following:
where the subscript m stands for "measured", H recal is the scaled measured CT number after internal air-water correction (Appendix D). Assuming the same composition for these reference foams at all densities, i.e., a constant Z Ãn eff , q e,m * is then related to the measured CT number linearly with a slope of 1=½að
The quantity of q e,m * thus determined can now be used to assess CT number variations for TABLE II. Raw CT numbers obtained from all 22 scanner/protocols for the 3 reference foams, air, water, and the lung foam (backing foam), along with the kVp and dose settings. A shifted CT number H raw = (raw CT number)/1000 + 1 is used for subsequent analysis. these foams in the lung density region across all 22 vendor-protocols.
With the protocol dependence removed, the measured electron density can be mapped to a CT number at a monochromatic x-ray energy in order to assess the variation in HU, a more conventional unit. This is set to E = 80 keV because it is representative of the reported HU values for all the data in this study. að80 keVÞ is obtained from the universal curve shown in eq. (3).
with CT number 80keV (HU) ¼ ðH 80 keV À 1Þ1000. The SD of H 80keV is an assessment of the variation expected in the normal measurement range. 80 keV is chosen because the CT numbers calculated at this value roughly correspond to the range of CT numbers observed. It is a little high compared to the average energy of a typical 120 kVp CT spectrum in air. However, since we are measuring the objects inside the simulated chest ring which tends to cause spectral hardening, the 80 keV value is not unreasonable. For this study, the choice of the energy value does not really matter; the standardization simply requires that all CT numbers are mapped to a common energy. Terms such as "virtual monochromatic images" were used in the literature often in the context of dual-energy CT, which is analogous to our "80 keV calibration" here. In summary, the calibration steps being implemented are as follows: 
RESULTS AND DISCUSSION
The raw CT numbers obtained from all 22 scanner/protocols for the 3 reference foams, air, water, and the lung foam (backing foam) are listed in Table II , along with the corresponding kVp and dose settings. Following steps 2 and 3, a scanner calibration parameter is obtained for each protocol, listed in Table III , along with the relative electron density q Ã e;m obtained from step 4. The CT number scaled from H 80keV following step 5 are listed in Table IV . By carrying out the above 5-step process, the SD of H 80keV is reduced to about 1/3 of the SD of H raw (Table V) .
The CT number values for each of the 3 steps, converted from H raw to H recal and H 80keV are illustrated in Fig. 2 , using the middle density foam as an example, to show the reduction in the variation in the HU values at each step. The upper panel is a so-called "interaction plot" that traces the CT number from each protocol through the calibration steps, showing the overall convergence. The lower panel is a "box plot" visualizing the distribution of the CT numbers at each stage for all protocols, again showing the reduction in the standard deviation, as tabulated at the bottom of the figure.
The calibration obtained by using the 3 reference foams plus air and water has also enabled the determination of the density of the lung foam (the pink colored foam backing in the COPDGene 2 phantom) to be 153.7 kg/m 3 AE 5.1 kg/m 3 (uncertainty calculated based on the estimated uncertainty due to the foam composition and the effect on the calibration parameter a). The density derived from the 22-protocol average of the measured q e,m * is 153.3 kg/m 3 AE 2.8 kg/m 3 . These values are somewhat higher than a previous laboratory test measurement of small samples of the same type foam, determined to be 148.6 kg/m 3 AE 1.0 kg/m 3 . Further investigation is needed, since the composition and density of backing foam has not been directly characterized. Nevertheless, this has served as an assessment of the CT number variation and accuracy in this group of scanner/protocols, and of the adequacy of the physical model and the methods described for an "unknown" foam that was not part of the calibration. Fig. 3 is a boxplot of the distribution for each density, including the lung foam, at H 80keV , showing the variations by scanner, which helps visualizing how within-scanner variations compared with between-scanner variation. Scanner 2 had only a single data point (per density), and therefore provides no information on within-scanner variation.
To assess the influence of noise, the data were analyzed by mGy settings and the results are shown in Fig. 4 . There are 5, 9, and 8 data points for 1.5 mGy, 3 mGy, and 6 mGy respectively. It is shown that 6 mGy has smallest SD for foams 1, 2, and 3, and for foams 1 and 3 the SD appears to be inversely proportional to the dose as expected due to Poisson counting statistics. However, there is no clear difference for the rest of the densities between 1.5 mGy and 3 mGy. These results may add some insights into the value of low dose scanning in clinical settings. The exceedingly large SD for the lung foam at 3 mGy is due to a single scanner (see Fig. 3  panel 4) .
The results of mapping all values to 80 keV are shown in Table IV , corresponding to the raw data from Table I.  The CT number values by density from Tables I and IV are summarized as histograms in Fig. 5 , showing a more centralized distribution for all 4 densities after the recalibration. Figure 6 shows forest plots summarizing the results of statistical analyses of the data before and after standardization, considering the effects of vendor, tube potential (kVp), and dose (mGy), for the backing lung foam in the phantom (which served as an "unknown"). The statistical analyses are based on fitting mixed effects models 29 to the two datasets, using facilities in R package lme4. 30 The forest plots show how the standardization procedure greatly reduces uncertainty while hardly changing the estimate of the overall mean, and produces a consensus value (estimate of the overall mean) that agrees well with the expected CT number of À855.9 HU for this foam at 80 keV. The same analysis has been performed for all densities to confirm the reduction in variability across all densities.
The heterogeneity across vendor platforms for each density was assessed by examining the estimate of the standard deviation of the corresponding variance component (which was estimated as a by-product of fitting the mixed effects models to the data): this heterogeneity was reduced by 50% after calibration, and the residual standard deviation was reduced almost 5-fold. The standard uncertainty (1 standard deviation, SD) associated with the mean HU value was also reduced by about 50%. The 95% confidence intervals (CI) of the final CT number was within AE 1 HU for all 3 reference foam densities and for the backing lung foam in the phantom. The tube potential (kVp) and dose (mGy) settings did not appear to make significant contributions to the observed variability, with the exception for the foam with the lowest density for which the SD does have a clear quadratic dependence.
With the proposed calibration procedures, the interscanner reproducibility of better than 1 HU is demonstrated in the current phantom study for the reference foam densities, but not yet achieved for a test density. One possible reason could be that the absolute calibration (SRM-in-ring scan) was performed retrospectively on one machine only (scanner 4) which was transferred to the COPDGene 2 phantom scanned at the same time. This may have introduced machine-dependent errors that are not accounted for. Given the inherent uncertainties in the SRM density certification, it is advisable to perform the same scan in future studies with the COPDGene 2 Phantom to evaluate validity of the calibration method. This in fact has been put in practice in the next round of scanning with a certified Standard Reference Material for direct calibration.
The study here employs a phantom with foams in the lung density region, for which the effective atomic number and electron densities are determined based on the best knowledge composition and calibrated physical density. The uncertainties in these properties will affect the value of a. To assess the validity of applying this phantom calibration to tissues in a greater range of combinations of electron density and effective atomic number, a calculation was performed using the tissue composition from ICRP (1975) quoted by the Martinez paper. The estimated change in the calculated CT number in HU per 1% change in the machine calibration parameter a is shown in Fig. 7 . According to this model, for certain tissues (and the foams in the current study) the change is in the sub-HU range, whereas for other tissues the changes can be an order of magnitude greater. Therefore, this method may not be valid for use in calibration for certain tissues, but it is valid for the lung density work, which is the main goal of this study.
Finally, this study is focused on a single phantom with a fixed wall thickness (a simulated chest ring of 5-cm thick), and therefore the air-water correction is valid for the measurement objects inside the phantom with this particular attenuation. In a clinical setting where patient size is of concern, the absolute calibration of the foam density will likely change and therefore affects the accuracy of the density assessment. In fact, the air value as a function of chest ring thickness has been studied and shown systematic variations. † However, the primary concern of this study is to assess CT scanner variations as a baseline expectation for patient studies. The variations were shown to be greatly reduced for all densities in the phantom after applying a physical model to remove scanner dependence.
CONCLUSION
The data from a round of multi-vendor CT scans using the COPDGene2 phantom were analyzed in an effort to standardize the CT lung density measurements. A simplified theoretical model using a single parameter to describe the scanner dependent contribution to the HU value was used to arrive at a common calibration for all scanners at a single energy, chosen to be 80 keV. The CT number values mapped to this common calibration are in agreement with a standard deviation less than 1 HU for all 22 scanner-protocol settings. This result provides a quantitative assessment of the variations expected in CT lung density measures attributed to nonbiological sources such as scanner calibration and scanner xray spectrum and filtration. This result can be used to set expectations for patient studies conducted across vendor platform and protocols.
Defined CT protocol adherence is an essential aspect for accuracy and reliability of quantitative CT measures. Newell et al. outlined the importance of aligning specific CT vendor parameters with emphasis on proper CT acquisition techniques to reduce amount of HU variability within COPD assessment. 31 The work of this manuscript builds upon those recommendations and proposes a simplified physical model for standardization, to further reduce the HU variation across multi-vendor CT scanners. Based on this work, we recommend using a standardized lung density phantom similar to the one used in this study, preferably equipped with reference foams at 3 or more well-calibrated physical densities in the lung density region, and with some knowledge of the foam composition to carry out the calibration procedures outlined in this study. The scanning protocols can vary, but after removing the scanner dependence from the measured CT numbers, a monochromatic CT number should fall into the 95% confidence interval summarized in Fig. 6 .
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APPENDIX A: CT DATA SEGMENTATION ALGORITHM
The CT number HU values of some of the three reference foam inserts are very close to the surrounding lung density equivalent foam, making it a challenge task to separate them out, especially when the noise level is high. To achieve this goal, the key regions whose density values were distinguishable from the surrounding lung foam (air hole, water bottle, and acrylic rod) were first segmented using a thresholding method followed by a connected component analysis method. The segmented depth (z-axis) was 20 mm and located in the center of the phantom. The orientation of the phantom was then accurately located from the central line direction of these key objects and their relative positions. In the end, with the known nominal position and the calculated phantom orientation, the locations of the three foam inserts were determined. The segmented regions were further eroded by 4 pixels from the edge in the x-y plane to eliminate the partial volume effect near the boundaries before the mean HU and standard deviations were evaluated for each eroded region of interest.
APPENDIX B: ABSOLUTE DENSITY CALIBRATION USING STANDARD REFERENCE MATERIAL (SRM) FOAMS
The reference foams inside the COPDGene 2 phantom were originally uncalibrated. Using the manufacturer specified nominal densities, the calibration procedures described in section 2 could still be used to reduce the inter-scanner variations. However, there is no way of knowing what the correct value should be with these reference foams. This was addressed with the NIST SRM foam suite 22 with 5 densities in the range of 65 kg/m 3 to 320 kg/m 3 (within the range of the 4 lb to 20 lb foams). The SRM foams are certified for physical densities. The composition was nominally polyurethane but uncertain. Best effort was made to determine a composition based on elemental mass ratios of H, C, and N using Prompt Gamma Activation Analysis (Appendix C). Based on this information, the electron density per unit mass relative to water is calculated to be 0.956, and the effective atomic number relative to water is calculated to be 0.871. These values are used in the standardization procedures, and can carry systematic uncertainties (due to the uncertainty assigned to the density values of the SRM) that are estimated to be less than 1%, in addition to the uncertainties from the composition analysis (see Appendix C). By applying the same procedures as mentioned above, a calibration of H vs q e * is obtained and the density values are assigned to the 3 foams in the phantom. These measured density values are +1.7%, À1.2%, and +0.4%, respectively, from their nominal values. These deviations are in such a way that they compensate to make the slope of the fit deviate only negligibly from when the known density is used. Therefore, calibration using the nominal values is very close to the calibration using better information, with the mean value reflecting the true density, even though the nominal density was wrong. However, only when the true density is used can one assess the deviation from the truth, otherwise one can only assess the deviation from the mean, which will change with a different collection of scanner/protocols.
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